The in vivo probing of restricted diffusion effects in large lipid droplets on a clinical MR scanner remains a major challenge due to the need for high b-values and long diffusion times. This work proposes a methodology to probe mean lipid droplet sizes using diffusion-weighted MRS (DW-MRS) at 3T. Methods: An analytical expression for restricted diffusion was used. Simulations were performed to evaluate the noise performance and the influence of particle size distribution. To validate the method, oil-in-water emulsions were prepared and examined using DW-MRS, laser deflection and light microscopy. The tibia bone marrow was scanned in volunteers to test the method repeatability and characterize microstructural differences at different locations. Results: The simulations showed accurate and precise droplet size estimation when a sufficient SNR is reached with minor dependence on the size distribution. In phantoms, a good correlation between the measured droplet sizes by DW-MRS and by laser deflection (R 2 = 0.98; P = 0.01) and microscopy (R 2 = 0.99; P < 0.01) measurements was obtained. A mean coefficient of variation of 11.5 % was found for the lipid droplet diameter in vivo. The average diameter was smaller at a proximal (50.1 ± 7.3 µm) compared with a distal tibia location (61.1 ± 6.8 µm) (P < 0.01).
| INTRODUCTION
The measurement of lipid droplet size is important in the study of adipose tissue and ectopic lipids in both health and metabolic dysfunction across organs and tissues. In skeletal muscle, droplets of intramyocellular lipids are significantly smaller than extramyocelluar lipid droplets. 1 In fat depots containing brown adipose tissue, brown adipocytes consist of much smaller lipid droplets than white adipocytes. 2 In white adipose tissue, the adipocyte size has long been known to relate to the obese phenotype. 3 In bone marrow, adipocyte size has been recently linked to the differentiation of constitutive marrow adipose tissue from regulated marrow adipose tissue. 4 Therefore, the assessment of lipid droplet size enables the measurement of ectopic lipid droplet size (e.g., in intramyocellular lipids), the measurement of adipocyte size in adipocytes containing unilocular lipid droplets (e.g., in white adipocytes and bone marrow adipocytes), and the differentiation between adipocytes containing small multilocular lipid droplets (brown adipocytes) from large unilocular lipid droplets (white adipocytes). However, such an assessment of lipid droplet size in tissue currently requires a highly invasive biopsy procedure. Diffusion-weighted (DW) MR is a powerful tool for the noninvasive assessment of tissue microstructure. The reduction of the ADC with increasing diffusion times due to diffusion restriction effects has been previously applied to extract cell size in vivo in water-containing tissues. 5 Measuring the diffusion properties of lipids has proven to be more challenging because fat has a diffusion coefficient approximately 2 orders of magnitude lower than water due to the large molecular size of fatty acids. 6, 7 The low lipid diffusion coefficient increases the required diffusion encoding strength and diffusion time. The requirement for strong diffusion encoding and long diffusion times induces additional technical challenges related to eddy currents 8 and an overall increased sensitivity to any type of physiological tissue motion including involuntary movement. 9 Furthermore, the spectral complexity of fat (the fact that fat is composed of multiple fat peaks) constitutes a major challenge in the acquisition of DW-MR imaging measurements in fatty tissues. 10 DW-MRS is a versatile tool to measure the diffusion properties of metabolites other than water. 11, 12 When a high b-value is applied to fatty tissues, DW-MRS can measure the diffusion properties of lipids while additionally resolving the different fat peaks. 6 Recently, a high b-value DW-MRS has been applied to study myocellular lipid diffusion 13 and to quantify the intramyocellular lipid droplet size by analyzing the ADC dependence on diffusion time. 14 Diffusion restriction effects on the dependence of the DW signal on b-value have also been reported in murine brown adipocytes ex vivo using a preclinical MR system with strong magnetic field gradients. 15 Murine brown adipocytes enclose many lipid droplets with a diameter below 10 µm, whereas white adipocytes enclose a single lipid droplet with diameters between 50 and 150 µm. In white adipocytes, the size of a lipid droplet would be equivalent to the size of an adipocyte. Diffusion restriction effects are visible in the signal decay curves when molecules do not freely diffuse but hit a diffusion restricting barrier during the diffusion sensitizing period of time. The larger the dimensions of the restricting barriers in comparison to the mean free path diffusion length the smaller the measurable effect is. Therefore, the sensitization of diffusion restriction effects in white adipocytes requires long diffusion times. Presently, DW-MRS is yet to be applied for the noninvasive measurements of lipid droplet size in large cells such as white adipocytes or bone marrow adipocytes. Probing diffusion restriction effects in large lipid droplets in vivo at a clinical scanner remains a major technical challenge due to the need for high b-value and long diffusion time DW-MRS and the sensitivity to macroscopic motion effects. The present work proposes a methodology to probe diffusion restriction effects in large lipid droplets using DW-MRS at a clinical 3T system. The bone marrow region of the lower leg has been selected as a tissue minimally affected by physiological motion effects to show the in vivo feasibility of the lipid droplet size measurements. The proposed method was first evaluated using simulations, was validated experimentally in water-fat phantoms, and then was finally applied in vivo to estimate the bone marrow adipocyte size within the tibia bone of healthy subjects.
| METHODS

| Theoretical background
Diffusion restriction barriers in an MR experiment will introduce deviations from the monoexponential signal decay and a reduction of the ADC values with increasing diffusion time. Assuming spherical boundaries, Murday and Cotts described the diffusion signal decay curve when restricted diffusion occurs 16 
:
(1)
where S is the DW signal, S 0 is the signal weighted by spin density and relaxation effects, ∆ is the diffusion time, δ is the diffusion gradient length, G is the gradient strength, γ is the gyromagnetic moment, d is the diameter of the spherical restriction barrier, D is the free diffusion constant, and α m are the roots obtained by the following differential equation of Bessel functions:
The equation for signal attenuation (Equation 1) is not only a function of the b-value and the diffusion constant but also a function of the diffusion time and the diameter of the diffusion restricting spheres. Therefore, the size of the diffusion restricting barriers can be extracted based on the DW signal at different diffusion times and diffusion weightings as shown in Equation 1.
| DW-MRS pulse sequence and spectra postprocessing
To measure the diffusion properties of lipids, a bipolar DW STEAM MRS (Figure 1 ) sequence was used. The sequence was based on a standard STEAM with additional diffusion gradients in all 3 axes added after the first and third RF pulse to induce diffusion weighting. 17 The diffusion gradient duration was maximized for a given TE and the strength of the diffusion weighting gradients was adjusted to achieve certain b-values. The readout started right after the second diffusion sensitizing gradient. The mixing time was increased while keeping the b-value constant to achieve the same diffusion weighting at different diffusion times. The DW spectra with different polarity of the DW spectra were acquired to compensate for eddy-current effects (half of the averages were acquired with positive and the other half with negative polarity). The preprocessing of the spectra was based on a custombuilt processing pipeline implemented in-house in MATLAB (MathWorks, Natick, MA). 17 The pipeline included zero order phase correction of each b-value and polarity and Gaussian apodization. The single averages were frequency aligned by taking the cross-correlation with the first average of each bvalue and polarity and shifting the spectrum of the remaining averages in frequency domain until a maximum of the cross-correlation function was obtained. Averages with a deviation of the methylene peak amplitude of more than 2 SDs from the mean methylene peak amplitude were identified as outliers and excluded from the subsequent analysis. The effect of the outlier removal is further discussed in Supporting Information Figure S6 in the supplementary material, which is available online. The remaining averages for both polarities were combined and corrected for eddy currents. Peak area quantification was performed on the real spectrum fitting 8 fat peaks assuming Lorentzian peak shapes. Equation 1 was used for fitting the acquired DW data. The infinite sum was calculated to the ~3000th root because afterward only negligible deviations from the signal decay were observed. For a given diffusion time, the non-DW signal depends on the diffusion time due to T 1 relaxation effects. This gives the expression:
The TE of the STEAM sequence was kept constant; therefore, no additional T 2 relaxation needed to be considered. The experimental data across diffusion gradient strengths, diffusion gradient durations, and diffusion times S exp were thus fitted to an analytical signal expression using a 4-parameter fit with unknowns the free diffusion constant D, the diameter of diffusion restriction barrier d, the T 1 relaxation constant, and the overall signal ρ:
The three 90° slice selective RF pulses generate a stimulated echo in a single voxel. The diffusion gradients (in color) are introduced in a standard STEAM MRS sequence to achieve diffusion weighting. To compensate for eddy current effects, the diffusion-weighting gradients alternate over the acquired averages between positive (orange) and negative (blue) polarity | WEIDLICH Et aL.
| Numerical simulations
To evaluate the noise characteristics of the fitting, a Monte Carlo simulation was performed. Rician noise with a SNR between 100 and 1300 was added to an artificial signal decay curve and the apparent diameter of the restriction barrier was fitted. The SNR was defined as the signal amplitude divided by the SD of the signal for the lowest b-value and shortest diffusion time. The simulation was repeated 500 times for each SNR level and both the mean and SD values of the diameter were calculated. The simulation parameters were: TM: between 300 ms and 700 ms in 100 ms steps, δ = 28 ms, b-value = 10,000 -20,000 -40,000 -60,000 s/mm 2 In a realistic experimental setting, it is likely that there will be a lipid droplet size distribution found for all lipid droplets. In bone marrow adipocytes, the droplet size distribution was reported to be a Gaussian distribution. 19 To test the dependency of the method on particle size distribution, the apparent diameter was simulated using 3 different lipid droplet sizes and different particle distributions. Here, lipid droplet diameters of 20 µm, 40 µm, and 60 µm were assumed and the theoretical signal assuming a Gaussian diameter distribution with SDs between 0 µm and 10 µm was calculated with the same simulation parameters as in the previous simulations. The simulated signal decay curves were again fitted using Equation 4 (which assumes a single diameter).
| Phantom measurements
To validate the proposed method water-fat phantoms (oilin-water emulsions) with high fat concentration closely resembling in vivo adipose tissue lipid content were produced. Each phantom contained 800 mL sunflower oil (ARO), 200 mL soft water, 4 mL Tween 80 (Sigma-Aldrich, Taufkirchen) (emulsifier) and 1 g of sodium benzoate (Roth, Karlsruhe). Emulsification was carried out with a colloid mill (IKA Labor-Pilot 2000/4, IKA-Werke GmbH & Co. KG, Staufen) at 5000, 6000, 9000, and 12,000 revolutions per minute (rpm) to obtain different oil droplet sizes within the water matrix (standardized emulsification process). 20 The phantoms were scanned on a clinical 3T system (Ingenia Elition, Philips Healthcare, Best) with a maximal diffusion gradient strength of 40 mT/m and a slew rate of 200 mT/m ms using 8-channel wrist coil with the following scanning parameters: DW STEAM MRS with volume of interest: (15 To estimate the SNR of the phantom scans, the measurements were repeated 10 times in the 6000 rpm phantom for the shortest mixing time and lowest b-values. The methylene peak area was estimated individually for each average and the peak area SNR was defined as the mean signal value divided by SD of the methylene peak area.
For validation purposes, the lipid particle size distribution within the water-fat phantoms was measured by 2 different reference methods. First, the lipid droplet size was measured by dynamic light scattering using a particle sizing instrument (Mastersizer 2000 with Hydro 2000S dispersing unit, Malvern Instruments GmbH, Worcestershire). Samples were diluted with 0.5 % sodium dodecyl sulfate (Serva, Heidelberg) solution (1:10, v/v) to separate agglomerates and measure the size of single droplets. Size distributions were logarithmically depicted between 10 nm to 10 mm.
Last, light microscopy was used to analyze the droplet sizes. All the slides were divided into 3 different sections with Leukosilk surgical tape (BSN Medical, Hamburg, Germany) and prewetted with 100 µL water. Afterward, small amounts of emulsion (approximately 10 µL) were added and spread across each section through gentle swirling. The slides were cover-slipped, and 3 images were acquired per section using 20 × magnification (Leica DMI 4000 b, Leica Microsystems, Wetzlar). The droplet area was determined automatically using CellProfiler image analysis software (Broad Institute, Cambridge) and converted to diameter by assuming that lipid droplets were spherical. 21 Between 1725 droplets (5000 rpm emulsion) and 8467 droplets (12,000 rpm emulsion) were automatically measured to determine the particle distributions. All the reported particle size distributions were based on the lipid droplet volume and not the lipid droplet number. This characterization accounted for the fact that larger lipid droplets contained more lipids. From the particle size distributions, mean diameters were extracted for all the validation experiments and, then, were used subsequently for the analysis.
| In vivo measurements
Given the strong diffusion weighting and the long diffusion times, the proposed DW-MRS sequence was sensitive to any
kind of macroscopic movement. To eliminate these potential artifact, the proposed method was applied to the nonmoving fatty tissue of the tibia bone marrow. The robustness in vivo was measured by first scanning the tibia of 3 healthy volunteers 3 times in a row at approximately the same location, with subject repositioning on the scanner table between the 3 scans. To identify location-dependent microstructural differences, the tibia bone marrow of 7 healthy volunteers (27.0 ± 1.8 years old) was scanned at 2 different locations. Water-only images (to aid voxel placement) were computed using the online vendor's chemical shift encodingbased water-fat-separation algorithm on the data from a 3D multi-echo gradient echo sequence using bipolar (non-flyback) gradient readout. 3 | RESULTS
| Simulation results
In Figure 2 , the noise performance of the droplet size estimation was evaluated for phantom and in vivo conditions and at different peak area SNR levels. The experimentally determined methylene peak SNR was also included in Figure 2 for both conditions. The simulation shows that the proposed method leads to an underestimation of the droplet diameter if
F I G U R E 2 Monte Carlo simulation
of the droplet size estimation for different peak area SNR levels in (A) phantom and (B) in vivo conditions. The experimentally determined peak area SNR is also shown by the vertical yellow line. A decreased peak SNR leads to an underestimation of the theoretical diameter of 60 µm and a higher SD. The experimentally measured peak SNR has a relative error of 7.6 % (phantom) and 9.3 % (in vivo), respectively
F I G U R E 3
The simulation dependence of the proposed method on the lipid droplet size distribution for (A) phantom and (B) in vivo conditions. The lipid droplet diameter stays within a relative error of 11 % (phantom) and 9 % (in vivo), respectively, up to a particle SD of 10 µm for the 3 different theoretical diameters the peak SNR is low in both the phantom and the in vivo experimental settings. In the phantom case with a lower diffusion constant the dependency of the mean droplet size on the peak area SNR is more prominent. However, the difference between the simulated cell diameter and the real cell diameter is small when a sufficient peak SNR is reached. Using a simulated diameter of 60 µm, an experimental diameter of 58.0 ± 4.4 µm (phantom condition) and 53.3 ± 4.9 µm (in vivo condition) was estimated at the experimentally determined peak area SNR levels. Figure 3 shows the dependency of the simulated lipid droplet diameter on the Gaussian particle distribution. The error in the droplet diameter estimation was found to stay below 11 % for the phantom condition and 9 % for the in vivo condition when the SD of the distribution was increased to 10 µm. For larger SDs of the droplet distribution, an underestimation of the experimental mean diameter was predominantly observed for the smaller mean diameters of 20 µm and 40 µm.
This robustness in estimating the real mean diameter also in the presence of an underlying particle distribution was observed for all simulated diameters and SDs in both phantom and in vivo conditions. Figure 4 shows representative DW MR spectra and DW signal decay results from the water-fat phantom with a 6000 rpm rotation frequency. The measurement was performed by placing the phantom on the scanner table (Figure 4 , first row). The phantom was stabilized on a wooden support table, which helped to decouple the phantom from the MR scanner and reduce the influence of any vibrational artifacts (Figure 4, second row) . Both the DW spectra and the fitted signal decay curves for each mixing time were very similar for the 2 experimental conditions. The fitted model and the experimentally acquired data points were both in good agreement. However, when studying the relative signal at the highest b-value, a systematic decrease in the signal with increasing mixing times was observed when the wooden support table was used. When the phantoms were placed on the scanner table also a decrease of the relative signal decay was F I G U R E 4 DW MR spectra (A,D), fitted methylene peak area signal (B,E) and relative signal decay (signal at the highest diffusion weighting divided by the signal at the lowest diffusion weighting at a given TM) at highest b-value for the 6000 rpm phantom (C,F) measured on the scanner table (first row) and measured on the wooden support table (second row). Minor differences can be observed when comparing the DW spectra and the DW signal decay curves. A systematic and stable decrease of the relative signal decay with increasing diffusion time (as indicated by the theoretical description of restricted diffusion) is only visible when the stabilizing table was used (F), compared with when the samples were placed on the scanner table (C) Relative signal decay scanner table Relative signal in a.u. the subsequent phantom scans were all performed with the wooden support table. The quality of the MR data for the other phantoms was similar to the data shown in Figure 4 . Figure 5 shows the particle size distributions obtained using laser deflection ( Figure 5A ) and microscopy analysis ( Figure 5B ). Based on the mean diameter distributions, values were extracted for each phantom. The particle size distributions measured with both methods showed, in general, a similar shape. The extracted mean diameters for the 5000, 6000, 9000, and 12000 rpm phantoms were 21 µm, 17.3 µm, 9.5 µm, and 5.5 µm (laser deflection measurement) and 17.8 µm, 13.7 µm, 6.5 µm, and 4.1 µm (microscopy measurement). In general, both methods showed the same trend. However, the mean diameters obtained using microscopy were found to be smaller than the diameters measured by laser deflection. Figure 6 shows a comparison between the signal decay curves of the phantom with a stirring frequency of 5000 rpm and 12,000 rpm, respectively. In both phantoms, the experimental signals and the fitted signals were in good agreement with each other. Nevertheless, the difference between the 2 phantoms were not easily discernable on the pure signal decay curves for the different mixing times, except a stronger signal decay of the 5000 rpm phantom. The relative signal decay at the highest b-value revealed that it was slower for the 12,000 rpm phantom compared with the 5000 rpm phantom for all measured mixing times. A dependency on the mixing time was found more prominent for the 12,000 rpm phantom. Figure 7A compares the mean diameter obtained by DW-MRS, laser deflection, and microscopy for the different waterfat phantoms. All 3 measurements showed the same trend of reduced lipid droplet size with increasing stirring rotation frequency. In Figure 7B and E, the lipid droplet size estimated by DW-MRS, laser deflection ( Figure 7B ), and microscopy ( Figure 7C ) are shown. The coefficients of determination for the linear regression were high when comparing DW-MRS with laser deflection (R 2 = 0.98; P = 0.01) and DW-MRS with microscopy (R 2 = 0.99; P < 0.01). The resulting linear regression showed a slope of 0.89 and an offset of 0.41 µm when comparing DW-MRS measurements with the laser deflection. A slope of 1.00 and an offset of 1.72 µm was found when comparing DW-MRS and microscopy measurements. Figure 8 shows the spectroscopy voxel placement, the in vivo tibia bone marrow DW spectra for the shortest mixing time and the fitted signal decay curves for the proximal voxel location (first row) and distal voxel location (second row) from one volunteer. Here, the DW signal had a higher attenuation when comparing the in vivo measurements with the phantom measurements. The acquired spectra and signal decay curves were of similar quality for all measurements taken. Based on the extracted peak area for methylene, the size of the bone
| Phantom results
Relative signal decay stabilizing table
| In vivo results
F I G U R E 7 The mean diameter obtained by DW-MRS for the 2 validation measurements (A). The DW-MRS correlation analysis using (B)
laser deflection and (C) microscopy are also shown. The R 2 coefficients are in good agreement between DW-MRS and laser deflection (R 2 = 0.98; P = 0.01) and between DW-MRS and microscopy (R 2 = 0.99; P < 0.01) marrow adipocytes was estimated for both locations and in all subjects. The fitting and the experimental data were also in good agreement. Figure 9A shows the results from the in vivo repeatability scans. The acquired data for the 3 subsequent scans were all processed with the same postprocessing pipeline and the mean diameter for the bone marrow adipocytes size was extracted. The coefficient of variation (defined by the SD divided by the mean value) stayed below 15 % for all 3 volunteers studied, with a mean coefficient of variation of 11.5 %. 22 The measured diameters for each of the 3 volunteers were 47.2 ± 7.0 µm, 46.1 ± 4.0 µm, and 51.6 ± 5.2 µm. Figure 9B summarizes the results from the volunteer study at 2 different locations in the tibia. Larger lipid droplet sizes were observed more distally in the tibia bone marrow. The mean diameter at the proximal location was 50.1 ± 7.3 µm and 61.1 ± 6.8 µm at the distal location. For each volunteer, the diameter measured distally was smaller than the diameter measured proximally. A significant difference was found between the two locations (P < 0.01).
| DISCUSSION
The present study proposes a methodology to measure lipid droplet sizes with DW-MRS. The restricted diffusion effects in the DW-MR measurements of lipid droplets have been reported previously for lipid droplets a few microns in size using the strong gradient hardware of preclinical MR scanners. 14, 15 The diffusion restriction effect induced by the lipid droplet boundary on the fat DW signal is reduced as the lipid droplet size increases, requires longer TEs as the gradient strength of gradient hardware decreases and can be confounded by scanner table vibrations and physiological motion due to the need of using high b-values. The present results show that it is feasible to measure large lipid droplet size using the gradient hardware of a clinical 3T system based on both phantom and in vivo measurements.
Previously published work has predominantly extracted an estimate for the restriction size by exploiting deviations from the monoexponential diffusion signal decay curve at a specific diffusion time. 14, 15 An estimate for the diffusion restriction size can also be obtained when investigating the dependency of the diffusion constant on the diffusion time 23 assuming the short diffusion time limit (mean free path length is much smaller than the restriction barrier size). Instead, in the present work, signal decay curves obtained at different mixing times (corresponding to different diffusion times) are fitted all at once using the signal model of Equation 4 . The present approach additionally requires the fitting for the T 1 relaxation constant because the signal decay curves acquired at different mixing times yield different T 1 weighting. The Supplementary Material characterizes the superior noise performance of the present single-step fitting approach compared with a 2-step approach first estimating ADC per diffusion time and second fitting the ADC dependence on diffusion time to a diffusion model (see Supporting Information Figure S1 -S5).
The simulations performed showed that it is possible to extract information about the restriction barrier size when the peak SNR is sufficient. The effect of the diffusion restricting barriers on the DW signal decay curve is small compared with the influence of the diffusion properties or relaxation parameters. Therefore, a rather high peak area SNR is necessary to extract reliable information about the restricting barrier dimensions. However, for both the phantom and in vivo conditions, the experimental parameters were set so a reliable estimate of the droplet size could be measured. The simulated error stayed below 7.6 % for the phantom measurements and below 9.3 % for the in vivo measurements. If the peak area SNR is low, real lipid droplet size can be underestimated because the noise floor at longer mixing times mimics stronger diffusion restriction effects. Based on the simulations and the experimentally obtained in vivo peak SNR values, it can be inferred that the bone marrow adipocytes size will be underestimated. Improvements in the experimental setup and longer scan times may help to overcome such problems.
Another important aspect of the estimated lipid droplet size is the lipid droplet distribution. Figure 3 indicates that an underlying Gaussian particle distribution will only result in small deviations from the real mean value even if the distribution is broad compared with the cell diameter (e.g., an SD of 10 µm and a mean diameter of 20 µm). This finding is important for 2 reasons. First, the current description of the restricted diffusion behavior of the signal only assumes a single diameter. Multiple radii or a distribution of particle sizes can be introduced to the model but, given a high peak SNR is required, introducing more fitting parameters would only decrease the stability of the fitting process. Second, in biological tissue, a particle size distribution is more likely than a single defined diameter. Given the shown robustness of the proposed method toward the particle distribution broadness, it can be concluded that the present method delivers meaningful mean droplet sizes even if no particle size distribution is considered in the modelling, at least under the assumption of an underlying Gaussian distribution.
The analysis of water-fat phantoms was of particular interest because a ground-truth particle size was obtained through 2 independent validation measurements. Moreover, lipid droplets in a liquid water matrix can be considered as a good model to examine the restriction effects in fat adipocytes. The phantom lipid droplet size distributions measured using laser deflection and microscopy ( Figure 5 ) were found to be quite similar. Due to the manufacturing process, a decrease in the stirring frequency of the colloid mill leads to larger lipid droplet size distributions. The observed differences between the 2 validation measurements could be explained due to the structural inhomogeneity of the water-fat phantoms, measurement inaccuracy, and differences in the phantom material used during the preprocessing stage. The trend toward smaller diameters measured using the microscopy technique could also partly explain the fact that light scattering only measured the outer diameter of the lipid droplets, whereas microscopy postprocessing software typically measures the inner diameter.
When examining the water-fat phantoms with DW-MRS, vibrations from the scanner table were observed due to the strong diffusion weighting gradients. Figure 4 highlights the need to decouple the samples from the scanner Figure 4 shows, the peak SNR found in DW spectra was very high for all phantoms and mixing times. Phantoms manufactured with increased stirring frequency showed a stronger dependence on the signal decay when different mixing times were applied to the DW-MRS sequence. That corresponds to a stronger dependency of the apparent diffusion constant on the diffusion time for smaller diffusion restriction barriers. In Figure 6 , this stronger dependency of the relative DW signal decay on the diffusion time can be observed for the phantom with the smallest lipid droplet diameter (12,000 rpm phantom) compared with the phantom with the largest lipid droplet diameter (5000 rpm phantom). For all the 4 different water-fat phantoms, a mean lipid droplet diameter was extracted and compared with the 2 validation measurements. For lipid droplet sizes obtained by DW-MRS, both validation measurements resulted in high R 2 values.
Therefore, the present water-fat phantom study shows that DW-MRS can measure the mean lipid droplet diameters with small absolute deviations found between the different measurement methods. These results prove the applicability of the proposed method to measure lipid droplet sizes in waterfat containing phantoms. In vivo, the presented method showed good reproducibility. The measured bone marrow diameter stayed within a relative error of 15 % during the re-positioning experiments for all the 3 healthy volunteers. This shows that the present approach is capable of measuring lipid droplet size with good precision. In the volunteer study, the bone marrow adipocytes were found to have a diameter between 40 and 70 µm, showing a tendency for larger cells more distally in the tibia bone marrow. Diameters of around 60 µm were reported in previous studies for bone marrow adipocytes, 19 and recent findings indicate that they also increase in size from proximal to distal locations. 4 Therefore, the presently extracted adipocyte sizes are consistent with the literature and the observed differences along the long axis of the tibia agree with recent reports. The noninvasive measurement of lipid droplet size has a wide range of applications in different tissues. In bone marrow, MR techniques have been emerging for measuring bone marrow water-fat composition 10 but techniques are lacking for the assessment of bone marrow adipose tissue (BMAT) microstructure, which is needed to differentiate between regulated BMAT and constitutive BMAT. 4 In human adipose tissue depots containing brown adipose tissue, techniques assessing lipid droplet microstructure are needed to overcome the partial volume effects on the fat fraction measurements in regions containing both white and brown adipose tissue. 25, 26 The present results show that lipid droplet size measurements can be validated in water-fat phantoms and applied with good reproducibility in the tibial bone marrow. However, any extension to the present methods for other body regions requires further investigation.
The methodology shown in this study has several limitations. First, only the mean lipid droplet diameter can be estimated. The results from the simulations and phantom study show that deviations of the apparent lipid droplet diameter from the real lipid droplet diameter can occur. However, the deviations from the mean droplet diameter size were relatively small for a range of possible droplet diameters and different Gaussian droplet size distributions. Second, the range in droplet size for the water-fat phantoms scanned did not match the expected adipocytes size within the bone marrow or other larger adipocytes. However, good agreement was shown for the range of phantom diameters useed. It can be assumed that this will also be valid for larger lipid droplets if the appropriate peak SNR requirements are met. Third, no validation measurements for the in vivo adipocyte cell diameter was performed due to a lack of noninvasive reference measurements. However, the phantom data obtained did show a good agreement with 2 different reference measurements. The in vivo extracted bone marrow adipocyte size is consistent with those in literature and the observed differences along the axis of the tibia also agree with recent reports. 4, 19 Fourth, no optimization of the experimental parameters to reduce the total acquisition time was performed in the present work. Finally, a translation of the presented method to anatomical regions with macroscopic physiological motion (induced by the respiratory or the cardiac cycle) is challenging due to the strong diffusion weightings and long diffusion times. Triggering and smaller voxel sizes could help to decrease the effects of intravoxel dephasing due to macroscopic physiological movement.
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| CONCLUSIONS
In summary, the methods used in this study were able to probe diffusion restriction effects in lipid droplets in phantoms and in vivo at a 3T clinical scanner using long diffusion time and high b-value DW-MRS and to estimate lipid droplet size. The presented method was validated in phantoms showing good agreement with laser deflection and light microscopy measurements. The application of the method in the in vivo tibial bone marrow of healthy volunteers showed an estimation of the lipid droplet size with good repeatability and in agreement with the literature.
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FIGURE S2
Alternative assessment of the 2nd repetition of the reproducibility scans in subject 3. Signal decay curves for each mixing time with corresponding exponential fitting of the apparent diffusion constant are shown. The dependency of the diffusion constant on the diffusion time is shown in the lower right corner and yields a restriction barrier diameter of 50.41 μm FIGURE S3 Alternative assessment of the 3rd repetition of the reproducibility scans in subject 3. Signal decay curves for each mixing time with corresponding exponential fitting of the apparent diffusion constant are shown. The dependency of the diffusion constant on the diffusion time is shown in the lower right corner and yields a restriction barrier diameter of 36.66 μm FIGURE S4 Monte Carlo simulation of the droplet size estimation for different peak area SNR levels in (A) phantom and (B) in vivo conditions. The calculations were performed with fitting Equation S1 proposed by Zielinski et al. The experimentally determined peak area SNR is also shown by the vertical yellow line. A decreased peak SNR leads a higher SD. The dependency of the mean estimated diameter on the SNR is different for the in vivo and phantom cases and there seems to be a systematic offset between the theoretical diameter of 60 μm and the obtained values by the fitting FIGURE S5 Comparison of the SD of the fitting by the 2-step approach using the model of Zielinski and by the single-step approach using the model of Murday and Cotts. In general, the SD is lower when using the full model of Murday and Cotts compared with Zielinski for the phantom and the in vivo case FIGURE S6 Effect of the outlier removal on the results of the reproducibility analysis. When no outlier removal is performed, the SD of the apparent measured diameter is greatly increased 
